Hemoperfusion in 1981.
The present status of hemoperfusion using the principle of artificial cells is described in detail using coated charcoal hemoperfusion as an example. The laboratory and clinical results show that in 1981 increasing numbers of new commercial models are approaching the efficiency and blood compatibility of the ACAC laboratory system. The results of hemoperfusion for uremia, acute intoxication and hepatic coma are analyzed. Other approaches are briefly discussed.